ABSTRACT: Fetal magnetocardiography (fMCG) is useful for analysis of fetal cardiac events. However, fetal presentation and movement affect the fMCG waveform, making it difficult to standardize the waveform. The aim of this study was to investigate whether the use of vector magnetometers can compensate for these limitations. We studied 59 fetuses (gestational age, 22-40 wk, median, 32), including 41 with uncomplicated pregnancies and 18 with fetal cardiac disease. fMCG was recorded twice in each case, and the two waveforms were compared with each other in uncomplicated subjects to investigate the effects of fetal presentation. The superconducting quantum interference device (SQUID) system used in this study was a 12-channel vector magnetometer, by which the three components of the magnetic field (Bx, By, Bz) could be detected simultaneously at four recording points. By constructing the three components, a composite waveform (Bxyz) was obtained. The configuration of the composite waveforms was similar among normal fetuses always with positive polarity, independent of fetal presentation and movement. The difference in the time intervals (PR, QRS, and ventricular activation time [VAT]) between the first and second measurements was minimal in the composite waveforms (Bxyz) compared with that in each channel (Bx, By, Bz). Even before signal averaging, waveforms with high time resolution were recorded in at least one of the three components, making it possible to analyze fetal arrhythmias precisely. Our results indicate that vector magnetocardiography is potentially useful for standardization of the fMCG waveforms and to provide a more complete and accurate analysis of fetal arrhythmias. fMCG has gathered increasing interest in recent years, particularly its potential clinical application (1-5). fMCG has an advantage over fetal electrocardiography recorded on the maternal abdomen in detecting fetal heart signals because magnetic fields are far less insulated by vernix caseosa and less interfered by maternal signals (6). fMCG may also be advantageous to fetal echocardiography for precise analysis of arrhythmias because it reflects the electric not mechanical properties of the heart (3), although the latter is a more prevalent and valuable method with relevant time resolution. Several studies have already reported the usefulness of fMCG in the diagnosis and management of fetal arrhythmias (5,7). Since fMCG provides detailed diagnosis of fetal arrhythmias, it is feasible to administer antiarrhythmic agents transplacentally based on accurate fMCG-based diagnosis (5, 7, 8) .
fMCG has gathered increasing interest in recent years, particularly its potential clinical application (1) (2) (3) (4) (5) . fMCG has an advantage over fetal electrocardiography recorded on the maternal abdomen in detecting fetal heart signals because magnetic fields are far less insulated by vernix caseosa and less interfered by maternal signals (6) . fMCG may also be advantageous to fetal echocardiography for precise analysis of arrhythmias because it reflects the electric not mechanical properties of the heart (3), although the latter is a more prevalent and valuable method with relevant time resolution. Several studies have already reported the usefulness of fMCG in the diagnosis and management of fetal arrhythmias (5, 7) . Since fMCG provides detailed diagnosis of fetal arrhythmias, it is feasible to administer antiarrhythmic agents transplacentally based on accurate fMCG-based diagnosis (5, 7, 8) .
One disadvantage of the fMCG waveforms is their tendency to be largely affected by fetal orientation and movement, making it difficult to compare the waveforms among fetuses in various presentations. fMCG waveforms even fluctuate during measurement in the same fetus. Furthermore, fMCG data somewhat vary depending on the superconducting quantum interference device (SQUID) system used and the protocol of data acquisition (9) . Nevertheless, the magnetic field is a vector and three components (Bx, By, Bz) can be measured individually and composed. The aims of this study were to determine whether we could obtain conformable waveforms with high resolution independent of fetal orientation by measuring all magnetic components simultaneously and composing them, as well as investigating the usefulness of vector magnetometers for compensation of the aforementioned limitations.
METHODS
Study population. We studied 59 fetuses (gestational age, 22-40 wk, median, 32), including 41 with uncomplicated pregnancy and 18 with fetal cardiac disease (11 with arrhythmia and seven with structural abnormalities). The study protocol was approved by the Human Ethics Review Committee of the Hospital, and a signed consent form was obtained from parents before commencement of the study.
Instrumentation and measurements. A 12-channel SQUID system housed in a magnetically shielded room was used in this study. The sensor array of the vector gradiometers contained the x, y, and z axis pick-up coils at 2 ϫ 2 points with an interval of 30 mm, making the covering area 9 cm 2 . The baseline distance of the gradiometer was 60 mm for each axis. The three pickup coils are allocated perpendicularly to each other, allowing the simultaneous detection of the three components of the magnetic field (Bx, By, Bz). The pickup coils for detecting Bz are of the round type with a diameter of 20 mm, while those for Bx and By are rectangular type (20 ϫ 16 mm). The magnetic flux resolution of the gradiometer was less than 10 fT/͌Hz. By constructing three components using the following formula, a composite waveform (Bxyz) was obtained (10) : Bxyz ϭ ͌(Bx 2 ϩ By 2 ϩ Bz 2 ). fMCG was recorded by approaching the sensor array to the maternal abdominal surface. The cryostat can be tilted up to 30 degrees to adjust the sensor position as close to the fetal heart as possible on the curved maternal abdominal surface based on fetal echocardiographic findings. Signal sampling was performed at a sampling rate of 1000 Hz for at least 2 min, and the signals were then passed through a 0.1-to 100-Hz and a 50-Hz power-line filter. fMCG was recorded twice at different intervals (range, 2-48 h; median, 24 h) in each case to compare the waveforms with each other and investigate the effects of fetal movement.
Two-dimensional fetal echocardiography was performed in each case using the SONOS-5500 system (Philips, Andover, MA) for diagnosis and exclusion of structural heart disease as well as for determination of fetal presentation immediately before the first and second fMCG measurements.
Data analysis. The success rate of recording p, QRS, and T waves was assessed for each component (Bx, By, Bz) before signal averaging. That for p and T waves after signal averaging triggered by the QRS peak and composition of the three components (Bxyz) was also assessed. The values of PR, QRS, and QT intervals were measured manually by one author who was skilled in this analysis after signal averaging followed by composition, and correlations of the intervals with the gestational age were investigated in uncomplicated fetuses. Differences in the values of PR and QRS intervals and VAT between the first and second measurements were also evaluated for uncomplicated subjects, and those differences were compared with each other among Bx, By, Bz and Bxyz. VAT was defined as the time from the onset of QRS complex to the positive peak. Fetal arrhythmias were analyzed without signal averaging of the waveform on tracings with distinctly recognizable p waves among 12 channels.
Statistical analysis. The correlation of the time intervals with gestational age was analyzed using simple linear regression. The absolute values of the difference in milliseconds between the first and the second measurements were compared among Bx, By, Bz and Bxyz using one-way analysis of variance (ANOVA). Data are expressed as mean Ϯ SD. A p value Ͻ0.05 was considered significant.
RESULTS
Ultrasonography revealed that all fetuses were in longitudinal position. The fetal presentation at the first fMCG mea- 122 surement was vertex in 53 fetuses (90% of all fetuses); 30 of them were in the left occiput position and 23 in the right. Six fetuses (10%) were in breech presentation. Eighteen fetuses (30% of all) moved after the first measurement and a significant change in the presentation was noted in the second measurement (from right/left occiput to left/right occiput in 11 cases, from breech to vertex in five cases, from vertex to breech in two cases). Based on the fMCG polarity change during the recording, we concluded that small fetal movements occur frequently in many fetuses but could not be determined correctly because ultrasonography could not be applied during fMCG measurement. The detection rate before signal averaging for QRS was 100% in each channel and those for p and T waves were 91% and 53% for Bx, 75% and 56% for By, and 94% and 75% for Bz, respectively. Thus, the detection rates of Bz for both p and T waves were higher than the others. After signal averaging and composition of the three components (Bxyz), the detection rate for p and T waves increased to 97% and 78%, respectively. Due to the lowamplitude nature of the T wave in the fetus, 22% of the subjects showed ambiguous onset or endpoints of the T waves even though a T wave appeared, and those cases were excluded from further analysis. The detection rates for p and T waves varied significantly with gestational age; those for fetuses at full term were over 95%.
By constructing the three components of the magnetic fields (Bx, By, Bz), high time resolution PQRST waveforms were obtained (Fig. 1) . The composite waveforms showed similar pattern among normal fetuses, always with positive polarity. QRS waveforms with abnormal shape and prolonged duration were recognized in the fetuses with myocardial hypertrophy. Examples of the composite waveform in five normal fetuses and two fetuses with myocardial hypertrophy are presented in Fig. 2 .
The QRS intervals in normal fetuses ranged from 50 to 85 ms (64 Ϯ 6, mean Ϯ SD), and correlated with gestational age.
The PR interval ranged from 67 to 128 ms (97 Ϯ 14 ms) and QT interval ranged from 189 to 295 ms (248 Ϯ 13 ms), both being rather constant during the period of concern (Fig. 3) . Differences in the time interval values (PR, QRS, and VAT) between the first and second measurements are presented in Table 1 . The differences were significantly smaller in Bxyz compared with each channel before composition (Bx, By, Bz).
Fetal arrhythmias were analyzed on the tracing with distinctly recognizable p waves and the highest amplitude among 12 channels before composing three magnetic components. Typically, the resolution of at least one of the tracings was satisfactory for analysis, and detailed investigation of fetal arrhythmia was possible (Fig. 4) . fMCG diagnoses of the fetuses with arrhythmias or structural heart disease are presented in Table 2 . For example, in a fetus with a gestational age of 30 wk, congenital complete atrioventricular block was complicated by short run type ventricular rhythm (Fig. 5) . The RP= and P=R intervals were confirmed to be precise by comparing them with those determined by electrocardiography after birth in fetuses with supraventricular tachycardia. Fur- 
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VECTOR FETAL MAGNETOCARDIOGRAPHY thermore, a 2:1 atrioventricular block associated with prolonged QT interval was diagnosed in a 34-wk-old fetus (Fig. 6) .
DISCUSSION
In the present study, fetal PQRST waveforms obtained by composing the three magnetic components twice at different intervals showed similar configurations, and the differences in the time intervals (PR, QRS and VAT) between the first and the second measurements were smaller after composition (Bxyz) than before (Bx, By, Bz). Less fluctuation of the values of VAT and QRS interval suggests that the reproducibility of the waveform is acceptable. These results mean that the vector fMCG is much less affected by fetal presentation and that it is possible to standardize the fMCG waveform and establish the normal values of fetal cardiac time intervals. The PR interval in uncomplicated fetuses was rather constant during the period of concern and a little shorter than what we reported previously (9, 11) . This is possibly due to the limited detection area covered by the four-channel SQUID system, resulting in failure of the sensors to register at those sites where the p wave is the predominant feature. In fact, van Leeuwen et al. (12) demonstrated that the use of fewer channels led to a delayed setting of p-wave onset, resulting in shortening of the PR interval. On the other hand, significant prolongation of the QRS interval was noted with gestational age, a little longer than that recorded in our previous study (9, 11) . This might have resulted from detection of low-amplitude depolarization at the onset and/or end of QRS through composition (12) . The QT interval was similar to that reported in our previous reports (9, 11) . In the present study, the success rate of recording of QRS and p waves was satisfactory. However, that for T wave was rather low, since higher detection rates for T wave, e.g. over than 90%, have been recently reported (13, 14) . This is partly because we excluded cases with ambiguous onset or endpoint of T wave as unsuccessful and because our study included a considerable number of fetuses at early stages of development (22% of the fetuses were between 22 and 28 wk of gestation) than the subjects in the above studies. In the fetuses that we considered successful for detecting T waves, the time resolution was improved by constructing a composite waveform.
For analysis of fetal arrhythmias, in which analysis of an unaveraged tracing is necessary, vector magnetometer also proved useful because at least one component of the vector magnetocardiogram showed efficient spatiotemporal resolu- 124 tion regardless of fetal orientation or movement during measurement (Fig. 4) . Thus, we can select a tracing with a high resolution among the waveforms of the three components for analysis even if the other channels show a low signal-to-noise ratio. Fetal arrhythmias have been analyzed by various methods. The M-mode echocardiography is the most commonly used method and has proved very useful at the first screening of fetal arrhythmia, but the time resolution is limited. Simultaneous Doppler sampling at two points such as at both superior vena cava and ascending aorta has made it possible to discriminate the type of fetal tachyarrhythmia (8) . It is possible with fetal kinetocardiography using tissue Doppler echocardiography to estimate the origin of fetal arrhythmia (15) . Although significant correlations between electrocardiographic and ultrasonographic values of cardiac time intervals have also been demonstrated (16, 17) , these methods are all based on mechanical information and PQRST waveforms themselves cannot be obtained. On the other hand, fMCG shows time resolution and waveform configuration comparable with those of electrocardiography after birth. Wakai et al. (5) demonstrated that the use of fMCG allows determination of the mechanisms of initiation and termination of fetal supraventricular tachycardia as well as the type of arrhythmia. Since fMCG records the PQRST configurations, abnormal QRS shape, aberrant p wave in supraventricular tachycardia or QT prolongation can be demonstrated as in the present study. The fMCG demonstration of F waves in atrial flutter, delta waves in preexcitation syndrome, and torsade de pointes in long QT syndrome have also been reported by other investigators (3, 7) . The precise QT interval or ST segment deviation cannot be assessed by any method other than fMCG. In fact, several reports have demonstrated that congenital long QT syndrome can be diagnosed prenatally based on the accurate measurement of the QT interval (18, 19) .
Recently, a European group proposed a standard method for data acquisition and data analysis to make fMCG a more definite and prevalent modality in prenatal diagnosis of fetal cardiac events (20) . However, with a conventional SQUID system, the effects of fetal movement or orientation is inevitable. In this regard, the vector fMCG technique could provide some solution for the limitation of this specialized field.
In conclusion, we have demonstrated in the present study that vector fMCG could provide standard fMCG waveforms as well as a complete and accurate reading of fetal cardiac events. Introduction of this methodology would enhance the use of fMCG as a reliable diagnostic tool in prenatal clinics. Figure 6 . Vector magnetocardiograms of a 34-wk-old fetus with congenital 2:1 atrioventricular block, which had already been diagnosed by fetal echocardiography, but prolonged QT interval (QTc ϭ 470 ms) was first diagnosed by fetal magnetocardiography. The diagnosis was confirmed after birth by electrocardiography. The arrows indicate p waves, half of them being located at the peak of T waves.
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